Abstract. In our research, compared to conventional counter-propagating optical trapping setup, another CCD is used to help detect the focus in the XZ plane and thereby improving accuracy of the setup. Then we use this setup to accurately regulate three types of focus in counter-propagating dual beam optical trapping. Finally, some micron sized polyethylene particles are utilized to demonstrate the difference of these three types of focus. Therefore, we believe our work is beneficial to help explore the problem in counter-propagating optical trapping.
Introduction
Optical trapping is an intriguing area in Physics and Biology since it can help to move some micrometer and nanometer particles or blood red cells. In 1970, Ashkin proposed a method which is now called single optical trapping or optical tweezer to manipulate micron sized particles in 2-D [1] and attracts an increasing number of researchers to concentrate on this field [2] [3] [4] . Due to the existence of radiation pressure which could prevent the manipulation of the particles in 3-D, researchers begin to pay attention to some approaches in order to cancel the influence of the radiation pressure. In 2002, the Tatarkova's group implemented their experimental setup which is called counter-propagating optical trapping to cancel the radiation pressure [5] . They used the beam with the same intensity in each side so that in the sample area the radiation pressure can be cancelled to obtain better manipulation of particles in 3-D. After the emergence of some technology including spatial light modulator, the researches can easily change the wavefront and thereby receiving more and more new methods of optical trapping .For example. In 2001, Allen used LG which has the orbital angular momentum to rotate the larger calcite and small particles [6] , In 2010, Alpmann's group used the Mathiu beam to assemble some elaborate particle micro structures in 3D [7] . In 2011, Mike Woerdemann and his partners utilized Ince-Gaussian beams to manipulate some silica spheres [8] .
Even though a lot of papers and phenomena have been found in the area or optical trapping and counter-propagating optical trapping, there are still some problems. In the paper of Tauro in 2010, the Tauro Pan [12] used fig1c. However, in their papers they did not point out why they rule out the other two focus modes. Therefore, in this paper, we focus on these three different types of focus. Firstly, we try to improve the experimental setup of the counter-propagating optical trapping in order to adjust the focus more accurately, and then we manipulate some micron sized polyethylene particles in these three ways in order to compare the advantages of each one.
Samples preparation
To achieve the stable optical trapping, the size of particles in the experiment of optical trapping are comparable to the size of the focus. In this case, we need to prepare our micron sized polyethylene particles nearly in 3 microns which is approximately the size of the Gaussian beam waist when we use the 40X objectives in our experiment. Consequently, some ten micron sized polyethylene rods are grinded into smaller micron particles with the size of 3 or 4 microns. The SEM of the polyethylene rods and particles are in the following fig 2.
Fig 2 SEM of the polyethylene rods and particles

Counter-propagating dual-beam optical trapping
The representation of the optical system of conventional C-P dual-beam optical trapping is shown in fig 3a. The particles were trapped using the Picosecond laser operating at 532nm. We used Picosecond laser in our experiment because we would like to compare the results of the continuous wave laser with the Picosecond and Femtosecond laser in our future works. The aperture in the experiment was used to enable the size of the beam to overfill the back apertures of the 40x objectives. The attenuator on the left side was used to adjust the power of the beam in order to keep balance of the power from both side so that we can really cancel the effect of the radiation pressure to obtain stable optical trapping. The laser beam power for the optical trapping were 20mw on each side of the C-P dual-beam optical trapping. The filter prevented the 532nm laser beam and LED illumination enabled us to gain the image of the particles. In this conventional C-P dual beam optical trapping setup, the CCD was required to image the picture of YZ plane, which can help the researchers to adjust the distance of the focus. However, in our experiment like fig 3b, we use another CCD to image the XZ plane of the focus in order to control the focus more precisely. The 20x objective here acted as an condenser. In this setup of the experiment, we can use CCD to measure the beam waist of the Gaussian beam of each side which is nearly 4 microns. The size of the beam waist can help us to choose the particles in order to have stable optical trapping. 
The focus of the C-P dual beam optical trapping
After preparing the setup for the experiment, we control the focus of each side in order to make them overlap by adjusting the objectives. we regulate the beam power of each side to enable them to become 20mw by adjusting the attenuators. The images of the focus of the counter-propagating dual beam optical trapping is in the fig 4   Fig 4 The image of the focus of the C-P dual-beam optical trapping using CCD. a1, a2, a3 are the images of the focus of the YZ plane,a1 is the focus of the left beam,a2 is the focus of the right beam, a3 is image of overlapping two focus, b1, b2, b3 are the images of the focus of the XZ plane. b1 is the focus of the left beam, b2 is the focus of the right beam, b3 is image of overlapping two focus. In the fig a1, a2, b1 , b2 of the focus, we can see the beam have good Gaussian mode even though the existence of the light scattering. In the fig a3 and b3 , we overlap this two Gaussian beam and obtain the situation of C-P dual-beam optical trapping we have discussed in fig1b. Then we adjust the objectives of each side to generate the focus separation like fig1a,fig1b and fig1c,respectively. After accurately controlling the focus separation, the experiment of optical trapping of the polyethylene particles is carried out.
Results
The results of the C-P dual-beam optical trapping of some polyethylene particles are shown bellow: like fig 1a , b) the focus like fig1,c)the focus like fig1c. In these three situations of the C-P optical trapping, we all have the phenomena of optical trapping. In the fig5, some particles are trapped near the focus of the Gaussian because of the optical gradient force. Moreover, due to the disappear of the radiation pressure because of the similar intensity of each side of the Gaussian beam, we can manipulate the particles in 3-D with the 40x objectives.
However, in the first case of the focus in fig5a, we can trap the polyethylene particles nearly 20 minutes and it is more stable than the other two. In the fig 5b, even though this overlapping focus has stable optical trapping, the particles will more easily float away when there is a little deviation from the focus. In this case, the overlapping focus in the fig 1b have less work distance or trapping area than the other two. In the fig 5c, this converging beam can also trap some particles near their focus, but it can't trap the particles stable and deviate the trapping area easily just in two minutes.
Conclusion
In our research, firstly, we use another CCD in other experimental setup to help adjust the focus of the counter-propagating dual beam optical trapping to enable it accurately in both YZ and XZ planes. Additionally, we experimentally discuss the difference of the three types of the focus of the counter-propagating dual beam optical trapping and use them to trap some micron sized polyethylene particles. We figure out that the diverging beam of the C-P optical trapping can trap the micron sized polyethylene particles longer and more stable than the other two when we use the 40X objectives. Therefore, we believe our work is helpful for the researchers to use the counter-propagating dual beam optical trapping.
